
 
 

  
 
 
 
 CERTIFICATE OF CALIBRATION AND TESTING 
 
 
 
 
 
 CUSTOMER: NOAA 
 P.O. NUMBER: (G Streeter)  
 MODEL: 41382VC 
 SERIAL NUMBER: TS19835 
 
 
 
 
 R. M. Young Company certifies that the above equipment was inspected and calibrated prior to 

shipment in accordance with established manufacturing and testing procedures.  Standards 
established by R.M. Young Company for calibrating the measuring and test equipment used in 
controlling product quality are traceable to the National Institute of Standards and Technology. 

 
 To maintain these specifications, regular maintenance intervals are essential.   
 
 
  
 
 
 
 
 Date of Certification: 7 December 2012 
 
    R.M. Young Company 
 

     
 
    Ryan Phillips 
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